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ANALYSIS: Phthalates per EPA 8270 (modified extraction) by Gas Chromatography-

Mass Spectrometry.

RESULTS: in parts per million ( micrograms per gram)

Robert M. Orheim
Director of Laboratories

COMPOUND RESULTS Detection Limit
BBP (benzyl butyl phthalate) not detected 20 ppm
DBP (di-n-butyl phthalate) not detected 20 ppm
DEHP (di-2-ethylhexyl phthalate) not detected 20 ppm
DNOP (di-n-octyl phthalate) not detected 20 ppm
DINP (di isononyl phthalate) not detected 100 ppm
DIDP (di isodecy! phthalate) not detected 100 ppm
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SAMPLE: Richlite R-50

ANALYSIS:  Total lead per EPA 7000B by Atomic Absorption Spectrophotometry.

RESULTS: in parts per million (ppm) & percent by weight

Total Lead: not detected

Method Blank: not detected
Practical Quantitation Limit: 4 ppm (0.0004%)
Standard Spike Recovery: 74%
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